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1 Welcome 


Thanks for choosing OSCxxx portable oscilloscope solutions. LOTO Instruments is 
committed to the development of high performance software for virtual instrumentation products. 
It has been committed to the research and development of virtual instruments for many years, 
improving the cost, the functional architecture of traditional instruments and providing cost- 
effective products. Welcome to contact us (173393190@qg.com) for any suggestion, 
customization development or business cooperation. 


2 Software Version 


This manual describes the common software features of all models. The hardware 
specifications of different models can be found in their respective data sheets. This manual is 
based on the software version in the list below. 


Software version Release date 

OSC482 

OSC482 OSC482S version 3.9.0 2019/06/21 
OSC482X 

OSC802 version 3.2.0 2019/06/12 
OSCAO02 

OSCA02 FOSCAO2L | version 2.7.0 2019/06/11 
OSC2002 ‚ 

OSC2002 OSC2002L version 2.5.1 2019/06/11 


3 Software and driver down load 


To make sure LOTO users could have the best experiences and better products, we keep 
updating oscilloscope software-correcting bugs, adding practical features, and improving 
software operations. 


The latest version of software &driver &documents will be updated to the link: 
http://bbs.lotoins.com/support. html 


No matter when you download, you will download the latest version. There is no fixed 
schedule of updates, we usually release a new version in every one or two months. 
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4 Safety Warning 


À 1 Make sure that the input of the device does not exceedthe voltage range. 


À 2 Make sure that the black clip of the probe is well grounded and equipotential 
to the PC power supply during measurement. 


JAN 3 Do not connect the probe to the mains voltage socket (110V / 220V). 


WARNING! Damages caused by violation of this safety warning will not be 


covered by the warranty. 


JAN) note: the oscilloscope device has an input range of 45v and it should never be exposed to 


higher voltages although it has an over-voltage protection circuit which can protect the device 
from voltages even ten times the maximum allowed. 


To avoid the risk of damage, it is required to select an input probe with the attenuation 
factor according the nature of the voltage to be measured to ensure that the device is used 
within the voltage range. 


The device is provided with a 1X/10X probe: when the 1X position is selected, the voltage 
input range is £ 5v. When the 10X position is selected, the voltage input range is #50v. If an 
optional 100X probe is used, the voltage input range is #500v. 


À 2 note: the virtual oscilloscope device takes power directly from the USB port of the PC, so 


its ground is connected to the PC ground as also the black clip of the probe. If the PC is 
powered by the power supply from the mains voltage socket, then the PG should be connected 
to the ground through a 3-hole power socket. In case the device is connected to a PAD or laptop 
and these are powered just by a battery, then the ground will be suspended. But in most cases, 
the device ground, PC ground and probe black clips are all connected to the ground. If the black 
clip is used to connect a non-earth potential in the circuit under test, it is equivalent to short- 
eircuiting the circuit under test with the black clip directly to the ground. 


À 3 note: as described in À 1, measuring 220V mains voltage is equivalent to measuring a 


voltage signal with a peak-to-peak value of about 611V. In this case it would be necessary to 
use a high source voltage probe with attenuation 100:1. 


In addition, as described in AN 2, when the probe is connected directly to 220VAG, it is 


equivalent to passing 220VAC L or N through the oscilloscope's probe GND line and from this to 
connect it to the oscilloscope's internal GND and to the AG input protection ground. 


In severe cases, the probe or oscilloscope may be burned, and since the oscilloscope itself 
(such as the metal parts of the case) is electrically connected to the probe GND, it could be 
dangerous for the human body. For this to measure mains, use a differential isolating probe 
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specifically designed for a high source voltage. 


5 Minimum System Requirements 


Microsoft Windows XP, Win 7, Win 8, Win10. Supports both 32 and 
64-bit systems. 


USB 1.1 compliant port minimum. USB 2.0 compliant port 
Ports recommended. Must be connected direct to the port or a powered 
USB hub. Will not works on a passive hub. 


Operating system 


Warning 


The software application requires Microsoft NET framework 2.0. This component is an 
integral part of Windows systems since Win 7, so there is no need to install it on these 
systems, however on Windows XP system it may be required to install this component to 
use the software. The software installation process will determine if this component is 
required and will download and install it if necessary. 


6 Using OSCxxx for the first time 


We designed this virtual oscilloscope to be as simple as possible. Even connecting it for the 
first-time can be quick by following the steps below. 


(1) : Connect the virtual oscilloscope to the PC via the supplied USB cable. You should use 
only the supplied USB cable, or use a cable of a better quality. Poor quality cables may cause 
communication problems or may become unusable. If you are using the device on a desktop 
PG, be sure to connect it to the USB port on the back of the chassis. The front ports may also 
be unstable due to power supply issues. If you use a laptop, it is easy to connect to the USB 
ports on the sides. 
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(2) : Install the driver. When the virtual oscilloscope is connected to the PG for the first 
time, in Win 8.1 and Win10 systems the device driver will be automatically recognized and 
installed. In Win XP and Win 7 32-bit operating systems the device will be recognized, and the 
system will require the driver installation. The steps for installing the driver are different 
according the operating system. See Sections 8.1 and 8.2 for more information on the specific 
installation process. 


AS As EE Windowss TMR 


Mic rosoft di 


Windows’? Windows7 


(3): Open the virtual oscilloscope software, click the Start Device button in the lower right 
corner, then you will see that channel A has been turned on by default, with the zero-voltage 
baseline in the middle of the screen. Channel B can be enabled in its setting area. When the 
zero-voltage baseline is in the vertical center, this indicates that the virtual oscilloscope is 
operating normally. 
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(4): Use the standard probe calibration signal to display your first waveform on the screen. 
Some kind of device has an extended metal contact next to the two BNG input connectors that 
output a square wave with amplitude of approximately 1.5V and a frequency of 1 KHz. The 
other kind of device has this square wave output in pin 6 of a DE-15 interface. 


1: L4 9: IO4/L1 
2: IO1/Letrl 10: DGND 
3: LO2/Ext trigger 115 LS 
4: IO3 12: 3.3V 
5: chB input 13: -5V 
6: square wave(1k) 14: 5V 
de L2 15: AGND 
8: DGND 
DE-15 female 


This signal allows a quick check whether the product is working normally when there is no 
other AC signal at hand. Set one probe with x1 selector; connect it to the oscilloscope channel A 
port from the BNG connector side and to the metal contact on the other side. Adjusts the time 
knob in the software to {ms position. The square wave will appear on the screen. 
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Oscilloscope | Advanced 


State: Live Sample Rate: 625K SPS. | FIFO size: 64K per channel 


urban 


0.00 2.00 4 00 600 8.00 10.00 12.00 14.00 16.00 18.00 


ch Max Min PB Freque… Average Period +Width -Wideth Dutyrate Rise Ti. Vrms 


A 1.476 0.000 1.476 0.996 0.738 1004444 505497 498947 50 326 47 059 0.522 
B -6.447 6.102 0.098 0.000 0.000 0.000 0.000 0.000 0.000 0.000 0.035 


7 Drivers Installation 


This chapter describes the detailed steps of installing drivers for this product under various 
types of Windows operating systems, which can cover the guidance most users need to install 
drivers. However, in some users' operating systems, there will be exceptional situations of driver 
conflict, which will lead to the failure of driver installation or the failure of normal opening of the 
device when the installation is successful. Users can refer to the detailed solutions for driver 
installation under exceptional circumstances listed in Appendix 1 of this manual. 


7.1 Driver installation on Windows XP 


1: Select “Install from a list or specific…”, then click on “Next” : 


LOTO OSCxxx Software User Manual 


Note: 


Version 2.2.3 


For install the driver manually right clicks on Computer and select Manage so to enter in 
the Device Manager. In Other devices search the device with name OSCxxx. Then right 
click on it and select Update Driver. 


Found New Hardware Wizard 


Welcome to the Found New 
Hardware Wizard 


Windows will search for current and updated software by 
laaking on your computer, on the hardware installation CD, or on 
the Windows Update Web site (with your permission). 


Read our privacy policy 


Can Windows connect to Windows Update to search for 
software? 


O Yes, this time only 
O Yes, now and every time | connect a device 
@ No, nat this time 


Click Next to continue. 


Found New Hardware Wizard 


This wizard helps you install software for: 


Osca02 


@ If your hardware came with an installation CD 
ZS or floppy disk. insert it now. 


What do you want the wizard to do? 


© Install the software automatically (Recommended) 
@ Install fram a list or specific location (Advanced) 


Click Next to continue. 
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2: Click on Browse, specify the search path as “(software installation package path) \driver". For 
example “Driver _XP_Win7\driver", then click next: 


Found New Hardware Wizard 


Please choose your search and installation options. nr 


SS 


@ Search for the best driver in these locations. 


Use the check boxes below to limit or expand the default search, which includes local 
paths and removable media. The best driver found will be installed. 


L_] Search removable media (floppy, CD-ROM...) 


Include this location in the search: 


(FAINS\Driver\Driver_XP_Win7\driver vl 


O Don't search. | will choose the driver to install. 


Choose this option to select the device driver from a list. Windows does not guarantee that 
the driver you choose will be the best match for your hardware. 


Found New Hardware Wizard 


Please wait while the wizard installs the software 


9. Oscillagraph 


WwdfColnstaller01 003. dl 
To C:AWINDO'WwS'systern32 


3: Once the installation is complete, you can see the installed driver in the Device Manager: 
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Found New Hardware Wizard 


Completing the Found New 
Hardware Wizard 


The wizard has finished installing the software for: 


E Oscillograph 


id 


Click Finish to close the wizard. 


7.2 Driver installation on Windows 7 - 32 bit 


Warning: 


Windows 7 — (32bit and 64 bit) cannot install the driver automatically. It is required to install 
the driver manually. 


Windows 7 will automatically search for the driver through Windows Update when the 
device is connected, but this automatic installation will fail since the driver is not present in the 
system: 


Pe 


_/ Driver Software Installation mese) 
Device driver software was not successfully installed 
OSC802 XM No dnver found 


You can change your setting to automatically search Windows Update for drivers 
Change setting... 


What can 1 do if my device did not install properh 


Manual installation: 
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1. Right click on Computer, then select Manage. Enter in the Device Manager, search for the 
device with name OSCxxx with the yellow exclamation mark in Other devices, and then 
right click on it and select Update the Driver Software: 


B Network adapters 
4 [D Other devices 
jp OSCB02 
‚EB Portable De Update Driver Software. de 
GG Manage ‚ED Processors Disable 


‚A Sound, vide 
‚a System dev 


‚ip Universal 4 Scan for hardware changes 


Map network drive. Uninstall 


Disconnect network drive. 


Create shortcut 


Delete Properties 


Rename 


Properties 


2. In the dialog box, select “Browse my computer for driver software”: 


NS, „ Update Driver Software - OSC802 


How do you want to search for driver software? 


> Search automatically for updated driver software 
Windows will search your computer and the Internet for the latest driver software 
for your device, unless you've disabled this feature in your device installation 
settings. 


i Î 
!& Browse my computer for driver software | 
Ï Locate and install driver software manually. Ï 
! 
! 
Ì 


3. In the next dialog box specify the driver location as “(Installation package path)\driver” via 
the Browse … button. For example "E:\ Driver XP _Win7\driver”: 
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Browse for driver software on your computer 


Search for driver software in this location: 
FAINS\Drver\Driver_XP_Win? 


Include subfolders 


& Let me pick from a list of device drivers on my computer 
This list will show installed driver software compatible with the device, and all driver 
software in the same category as the device. 


4. Select "Install this driver software anyway”: 


Installing driver software. 


® Don't install this driver software 


You should check your manufacturers website for updated driver software 


| ® Install this driver software anyway 

| Only install driver software obtained from your manufacturers website or 
disc. Unsigned software from other sources may harm your computer or steal 
inf . 
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Windows has successfully updated your driver software 


Windows has finished installing the driver software for this device: 


A, Oscillograph 


7.3 Driver installation on Windows 7 - 64 bit 


Manual installation 

1. Right click on Computer, then select Manage. Enter in the Device Manager, search for the 
device with name OSCxxx with the yellow exclamation mark in Other devices, and then 
right click on it and select Update the Driver Software. 


2. Use the Browse. button to specify the driver location as “(Installation Package Path)\driver”. 
For example "E:\ Driver Win7 _64\driver'. 


3. Other steps are the same as for the above windows 7 32-bit system. 


7.4 Driver installation on Windows 8 and Windows 10 


The system will automatically install the drivers for the device, and the user does not 
need to proceed with any manual installation. 


Installing OSC802 


Please wait while Setup installs necessary files on your system. This may take 
several minutes, 
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7.5 Driver installation issues solution 


If the above steps still do not allow to install the driver properly, in Appendix l you can find a 
detailed solution. 


8 Introduction to the software usage 


This section describes the basic concepts and usage of the virtual oscilloscope software. 


8.1 Some basic concepts on the PC virtual oscilloscope 
An oscilloscope is a measuring instrument that displays the relationship between voltage 
and time of an electric signal or a waveform. 
When displaying the voltage-time relationship, the abscissa represents the time value 
(from left to right for the direction of time growth), and the ordinate represents the voltage value 
(from bottom to top for lower voltages to higher voltages). 


Description 


Seconds 


Milliseconds, that is, one thousandth of a second (10° s) 


Microsecond, one thousandth of a millisecond (10 s) 


Nanoseconds, one thousandth of a microsecond (10° s) 


Voltage in Volts 


Millivolt, that is, one thousandth of a Volt (10° V) 


Waveform plots: In the oscilloscope software the drawing area of the waveform is evenly 
divided with grids which serve for quickly measurement on the signal. 


The oscilloscope software interface provides two types of knobs for setting the grid units, 
one for the time and one for the voltage. 
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Time axis setting. The value set by the knob will 
set the time span for the horizontal grid divisions. 


| 5ons x 


jemen 


Voltage axis setting (one for each channel). The 
value set by the knob will set the voltage span for 
the vertical grid divisions. The voltage span can be 
different for each channel 


All the input channels of this oscilloscope are synchronized in time, so they share the 
same time axis and the same time settings from the corresponding knob. 


The sampling rate from the Analog to Digital converter in the oscilloscope hardware vary 
automatically according the selected time scale so to make a better usage of the device internal 
memory, without losing resolution in the time analysis. 
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8.2 Introduction to the Virtual Oscilloscope Software 


== 


88E LT 2 


Double-click on the application icon Av to open it. 


e If the application does not start probably it is due to an incorrect installation of the .NET 
Framework 2.0 under Win XP systems. In this case please refer to the relevant instruction in 
Chapter 8. 


® [the application does not start under Win 7 / Win 8, it is possible that the issue is due 
to the system permission settings. In this case right-click on the application icon and select to 
Run as administrator. 
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Menu Device detecti Time knob 
Graph area Hardware info Thumbnails been rin 


Record & 


Axis Review 


Channel A 


Auto settings 


measurement | 


=r A 
EEE - El an Taen ID ET ms Channel B 
settings 


FFT area FFT properties 


8.2.1 Device monitoring 


After the software interface is opened, the OSCxxx device status will be monitored in real time. 
When the device is connected on the USB port of the PG, the software interface will display a 
message on blue background. If the device gets disconnected physically or logically, the 
software interface will display a message on yellow background. 


8.2.2 Start and stop 


After the driver has been successfully installed, if the oscilloscope is connected when the 
software is opened, the software automatically turns on the device and starts the real-time 
acquisition. If the device is connected before opening the software, it is required to start the 
device manually by clicking on the Start Device button in the lower right corner of the software 
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or by pressing the Enter key (shortcut key (Enter) - start/stop) on the keyboard. 


Start Device 


After the device is started the Start Device button becomes the Stop Device button which 
allows to stop the acquisition at any time. The acquisition can be stopped also by pressing the 
Space Bar on the keyboard or when the USB cable is unplugged during the operations. 


Stop Device 


The start/stop button can only control the device real-time acquisition, but it is not used for 
play/stop operations on past recorded data. In this case there are specific control buttons. For 
details, please refer to Chapter 9.2.8. 


Note 
When the device is not used it is recommended to close the software and then to unplug 
the device's USB cable. 


8.2.3 Introduction to the Waveform display area 


8.2.3.1 Waveform curves 


The waveforms are drawn on the plot area using different colors to distinguish them. The 
default background color of the plot area is dark blue. The waveform for channel A (chA) and 
channel B (chB) are drawn respectively in cyan and yellow colors EERE. 


8.2.3.2 Zero-voltage baseline 


The channels waveforms are drawn according their zero-voltage baselines. These lines 
represent 0 Volts; positive voltages are drawn above while negative voltages are drawn below 
the baselines. The zero-voltage baseline position of each channel is indicated by a horizontal 
line and a triangle on the side which can be dragged with the mouse to move the baseline. A 
number inside the triangle indicates the corresponding channel number. By default, the zero- 
voltage baseline is set in the middle of the screen for all channels. Channel A (chA) waveform 
and the channel B (chB) waveform uses respectively blue and red colors for the zero-voltage 


baselines, as: << EE When the mouse is placed on the triangle of the zero-voltage baseline 
and the left button is clicked, you can drag up and down the line to change its position. 


The zero-voltage baseline for each channel is identified by a triangle on the right side of 
the waveform display area. Channel A baseline is in blue while channel B baseline is in red. You 
can use the mouse to slide up and down these triangles to adjust the levels for the zero-voltage 
baselines. The grid values on the left axis will change accordingly. By default, the zero-voltage 
baselines for channel A and channel B are in the middle of the display area. 
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The user can self-calibrate the zero voltage level using this function. Zero level calibration 
is required since different environment conditions (as temperature) or aging of the hardware 
components. When calibrating the zero position, please be careful not to input any signal, just 
let the channel input hang. 


8.2.4 Waveform display toolbar 


The display control functions can be accessed using the waveform display toolbar located 
on the right side of the waveform display area. When the mouse is placed over one of the 
buttons of this toolbar, a tooltip will show the name of the function corresponding to the button. 


XS AET ABE - 


BRAMA Default Display button 


| 
When 2% button is clicked, the waveform display area is restored to the default state, 
which is the original state according the knobs settings and without any zoom. 


BAB Zoom In button 


When ”S button is clicked, the mouse cursor will become a cross and will allow to select 
an area for zooming. Press on the left button of the mouse to start the zoom area selection until 
the area of interest is no completely selected. Releasing the left button of the mouse, the 
selected area will be enlarged to the size of the full plot area. 
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This operation can be repeated also in already zoomed areas. When this function is used 
a thumbnail appears in the lower right corner of the drawing area to allow to find the area 
currently selected and its position respect the full waveform area. This function will enlarge the 
horizontal and vertical coordinates simultaneously. If you want to zoom only according the 
horizontal axis and do not change the zoom level of the voltage axis, you can use the X Axis 
Zoom button, which will be introduced later. 


The Default Display button mentioned above allows to end the zoom-in state and to 
return to the original view state. 


8:2.4:3 Ruler Measurement button 


When button is clicked, the mouse cursor will become a cross, allowing to select an 
area. Pressing the left button of the mouse the selection starts until the mouse button is not 
released. After the area has been selected the voltage and time span of the selected area will 
be displayed. Just one area can be selected with this tool so new selections overwrite the 
previous ones. 


In white it is reported the time span. In the same color as each channel waveform is 
reported the voltage span selected of the corresponding channel. This measurement is 
convenient and mainly used for calculating time and voltage intervals. 
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Time:1096.681 us 


BAE Markings / Cursor Measurement button 


Glicking on ii button, two green horizontal lines and vertical lines will appear in the 
display area. Dragging with the mouse the green triangle on the side of these marking lines, it is 


possible to adjust the position of the markings for data measurement. 


Clicking on *—* button, the marking measurement will become a cursor measurement. 
With this measurement an orange cross will appear in the drawing area following the mouse 
position and displaying the horizontal and vertical coordinate data of the cursor position. 


These two measurement methods are mutually exclusive so that only one kind can be 
chosen at time. The Marking Measurement is more suitable for waveforms. The Cursor 
Measurement is more suitable for punctual measurement on certain points of the waveform. 


State: Live Sample Rate: 625K SPS. | FIFO size: 64K per channel 
2.00ms 6.99ms 


chA:2.37 V 


20 


LOTO OSCxxx Software User Manual Version 22.3 


1153-300us 
1 jn 
chA: 1.567 V Î 
chB: 0784 V 


8:2.4:5 X Axis Zoom button 


The wid button zoom the display area along the X axis for a better observation of the 
period and frequency of the signal. When this button is clicked, a little window with the full 
waveform will appear in the lower right corner. 


OUD 0D 


In the display area, select the area to be enlarged by dragging the mouse (the zooming 
operation is limited only to the X axis). The selected area will cover the entire display interface. 
In the little windows at the lower right corner, two white lines identify the current visualized area 
of the waveform. 
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BAB Zoom Out button 


The dh button is enabled only when the waveform has been zoomed in. By clicking on it 
the visualized waveform can be continuously reduced by clicking on the visualized waveform 
until it is drawn fully on the screen. 


BRW Save button 


The & button saves the data collected by the oscilloscope in the user's computer in plain 
text format (.òxt). The destination path can be chosen during the process. 


BAB Screenshot button 


LA : : 
The “== button takes a screenshot of the current screen and save it as a picture for later 
analysis and viewing. You can select the destination path, file name and the file format among 
the followings: jpg, „omp, and .gif ( shortcut key (Ctrl + P) - screen-shots). 


BAG FFT button 


The hÂ button shows the Fourier Transform of the original measured data coming from 
the enabled channels, to allow the frequency analysis of the signals. 
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State: Live 


4.0C 
1-14] 
1 4 Ss =| 
ch_ Max Min Pp Frequency Average Period +Width Wideth Duty rate Rise Time Vrms 
VOE CO OO: CN 73 140 
B 1519 0.000 1519 0996 0.750 1004 444 502 444 502 000 50.022 20.000 0.53, 
SO 
se ôl 


|& color Control 

Backcolor IJ 13,33, 51 
| chA_color [EJ 6, 221, 238 
| chB color [HJ 225, 225,0 
|& FFT wave Display 
| cha True 

chB True 
|& Frequency Amplitude 


| _cha_DC 0.321 
|_chA_Frequenc 4.730 
chB_DC 0.681 


|_chB_Frequenc 3.052 

|B Windows Funtion 

| A Window Rectangle 
|_8 Window Rectangle 


BI2AAO Math Operations button 


=|+| 
The BB button performs mathematical operations between the signals from channel A 


and channel B like addition, subtraction, multiplication, or XY plotting. Once clicked on this 
button, you can select the desired operation: 


A +B 
A-B 
AxB 
A_B) X_Y) 


“A+B” means that the channel A waveform is added to the channel B waveform. 
Selecting this operation, the display area will show both channel A and channel B as stacked 
waveforms and the waveform resulting from the operation in purple color. 
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“A-B” is used to realize the subtraction between channel A and channel B signals. In similar 
way as in the addition both channels’ waveforms are displayed together with the result of the 
subtraction, but this time in green color. 


The “AxB” operation is used to multiply channel A and the channel B signals. The result is 
shown in the orange color. 


XY Plot or “Lissajous curves” plot. This display mode plots one channel against another on 
the screen. One channel is plotted on X-axis, the other channel is plotted on Y-axis, together 
with the information of the measured frequency of each signal. From the resulting curve it is 
possible to calculate the frequency and phase relation of the signals. 
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BAAI Colors Invert button 


N/ 
The button switches the background color from dark to white and the other way 
around. The dark background is good for long-term observations to alleviate the eye fatigue. 
The white background is convenient for taking screen shots for making reports or for further 
image processing. 
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B2AAB Grid Selection button 


The Een button hide or show again the grid displayed in the waveform area. 


BRAS Mouse wheel Selection button “ T “ 


L] Glow 
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The * T “ button determines which axis will be control by the mouse wheel when the 
cursor is located in the waveform area. When this button shows “T”, we scroll the mouse wheel 
will give the time axis a fine adjustment to zoom in or out the waveform horizontally. By clicking 
“T”, this button will show “chA”, and another clicking will show a “chB”, which means the mouse 
wheel scrolling will lead to a fine adjustment to zoom chA or chB vertically. 


Also, we can do this with three controls in the right lower corner as bellow. However, we 


may not see these controls when running on a PC with a small screen of screen resolution 
below 1280*1024. 


t/ div: ms | reset 


chA: 1.000V | reset 


chB: 1.000V | reset 


8.2.5 Waveform buffer and left/right shift 


When the acquisition is paused, a waveform thumbnail as well as its slider of the whole 
memory buffer appears in the lower right corner of the waveform area. This slider shows the 
ratio and the position of the waveform data currently displayed on the screen, related to the size 
of the entire data buffer. The entire length of the slider represents the entire data buffer. The 
position and length of the light slider represents the data block displayed in the current drawing 
area relative to the entire data buffer. The length of the light slider can be used also to 
understand the ratio between the display data respect the total acquired data. The waveform 
thumbnail shows the waveform data displayed and the other waveform data in the buffer. 


With the mouse you can drag the slider left and right in the entire data buffer, to show new 
areas of interest. Another way to move within the memory buffer is to use the left and right arrow 
keys of the keyboard. ( Shortcut key(Gtrl + <-) / (Ctrl + ->) - Waveform move between left and 
right). 
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8.2.6 Introduction to the Menu 


Save Setup 


Load Setup 


Print 
Print Setup 
Print Preview 


Exit 


8.2.6.1 File — Save Setup: 


When saving you can set the destination path; the file suffix used for the saved file is set. After 
saving, you can load a saved setup using the menu File — Load Setup. 
Following are the settings saved with this operation: 


Time knob selection 


Voltage knob selection (for all open channels) 


Channel on or off status 


AC/DC coupling status 


BBB Fie — Print: 
You can select a system printer and print the acquired signal data. 


8.2.6.3 File — Print Setup : 


You can choose the paper size and print format according your needs. 
8.2.6.4 File — Print Preview : 


Enter the print preview window and allows you to see what the waveform will look like on the 
screen before printing a hard copy. 
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w& print preview 


Sp-O0EE doe 


OSC802 oscillograph 


113600 1336 00 1536 00 173600 us 


20172 114126 Version 200 


BEB rie — Exit: 


close the software. 
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8.2.7 Introduction to the knobs 


8.2.7.1 Time knob 


All the channels of the virtual oscilloscope share the same time settings. The change of the 
time knob position affects each channel at the same time. The value selected by the time knob 
represents the time span represented by each horizontal division in the waveform drawing area. 
In the same way the time span of each horizontal division is the time value indicated by the 
position of the time knob. Therefore, the time axis coordinates changes according the different 
positions of the time knob. 


When the time axis is changed by the time knob, the device will select the most 
appropriate sampling rate, according the current time span and the memory depth on the device. 


Sample of display of the same signal at different time scales 
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The time knob can be selected within a range from 5/50ns to 2s / division (depending on 
the model). Since there are 10 divisions on the horizontal axis, the time range of the waveform 
displayed on the screen vary from 50/500ns to 20s. 


bet j reset 
& 4 , 


8.2.7.2 Voltage Knob 


Each channels of this virtual oscilloscope have its own voltage knobs. The value selected 
by the voltage knob of one channel determines the voltage span of each vertical division in the 
grid, referred to that channel waveform. The voltage grades differ depending on the model. 
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1.500 


2.000 
1.000 


1.000 
0.500 


0.000 
0.000 


- 1.000 
0.500 


Changing the voltage scale with the voltage knob, the ordinate of the waveform in the 
display area will change accordingly. If the amplitude of the signal has exceeded the upper or 
lower boundaries of the drawing area, it means that the selected voltage scale is too small, or 
the amplitude of the signal is greater than the maximum value supported from the device. In this 
case, a red exclamation mark warning sign will appear on the voltage knob of the corresponding 
channel. 


The voltage knob determines also the amplification factor used by the device for the 
channel, so selecting a smaller voltage value the input range is lower, but the reading accuracy 
is higher. 


8.2.7.3 Probe selection 


Using different probe divider affects the software's calculated value of the input signal, in 
particularly the Y-axis of the drawing area, as well as the measured value. 


Probe Selection Description Input Range 
IX Currently using a 1:1 probe +5V 


Curently using à 104 probe 


“100X Currently using a 100:1 probe +500V 


Probe selection setting area in the software: 
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Switch 


Note 

The probe selection switch and the software probe selection are mechanical and human 
operations, and they should be kept on the same values. It is inevitable to forget to keep 
their settings consistent at some time. This may result in errors on waveforms or measured 
values. 


8.2.8 Channel settings 


Channel A and channel B can be enabled and disabled with the following switch buttons. 
When the channel is enabled the button is respectively in cyan or yellow color, while when the 
channel is disabled the button become gray. 


JEDE) CA) GL 


The signal coupling refers to the way the input signal is connected to the oscilloscope. 
When DG coupling (DC) is selected, the signal enters directly into the oscilloscope. When AC 
coupling (AC) is selected, the oscilloscope internally isolates the DC component of the 
measured signal by connecting a 0.1u capacitor in series to the input so that only the AC 
component of the signal is acquired by the oscilloscope. You can select the Input Coupling (DC 
or AC) for each channel. The default coupling mode is DG coupling. 


DC he AC DC s 
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DG Coupling of a Vo» Sine AC Coupling of 
Wave with a 2 V DC Component the Same Signal 


n=1,2,4 
R1=510K, R2=390K, R3=100K 


8.2.9 Waveform recording and playback 


The waveform recording function is very useful when the acquired signal needs to be 
recorded and saved as file for further observation or for sharing for off-site analysis. 
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record 


setting review file 


current frame 
number 


sum of frames 


start/pause review 


review progress end review 


The recording file has its own file format with suffix .OSCxxx. The file name is automatically 
generated as the date and time when the recording is started, and it is saved in the directory 
where the software is located, after the waveform recording operation is finished. The file name 
is assigned as following: 


20180822163205.0OSC802 


REEN 


year monthday hour minute suffix 


F:\20180508Version200\20180514094107.0SC802 


The Recording Button 


AA 
Er es 


When the device is not acquiring data in real time, the recording button is grayed out, 
indicating that the recording is not available. When the device is acquiring data in real time, the 
recording button is displayed in red, indicating that the input signal can be recorded. During the 
recording, the red button will keep flashing. 


During the recording, not only the waveform but also the oscilloscope settings status is 
recorded synchronously. During the playback, both device settings and waveform statuses are 
reproduced synchronously. 
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IE 


The settings button is used to set the number of frames to be recorded. After clicking on 
this button, a window will allow you to select the number of frames to be recorded with a slider. 


Setting the frames number for storage. 


U 


During the playback, the software will suspend the oscilloscope real-time acquisition. This 
will be resumed at the end of the playback. 


In order to distinguish the playback waveforms from the real-time waveforms, the 
background color for the display area is different. During the real-time acquisition the 
background color is dark blue; during the playback it is brown (as shown below). 


Background during the real-time Background during the playback 
acquisition 


Waveform playback steps 


1. Click on the folder button Bax] to open the file dialog. 


2. Search and select the waveform file that you want to playback. 
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Ae Open 
elk « LoealDisk(E) » OsC802 » w [4 |[ search osc_802 
Organize w New folder Bz 
JB Downloads 2 Name 8 Type Size 
5) Recent Places 
d en-US File folder 
L_| 20180424174644,05C802 OSC802 File 6,401 KB 
_ Libraries ARE 3 R 
= L_| 20180424174709.05C802 OSC802 File 6,401 KB 
el Documents = 
in Mei | __/ 20180527094445.0SC802 OSC802 File 196 KB 
usIc 
| 20180527101427.0SC802 2 File 6,401 KB 
ee) Pictures E E 
Ee ‚| 20180527222444,0SC802 2018/5/27 … e 6,401 KB 
Videos _ = . 
L_| 20180528100601.0SC802 2018/5/28 … e 6,401 KB 
| 20180702154942.0SC802 2 e 6,401 KB 
‘ Computer 
L_| 20180702155231.0SC802 e 54,401 KB 
Ee Local Disk (C:) É 
Ee ‚| 20180702162156.0SC802 e 6,401 KB 
ca Local Disk (D:) & 
L_| 20180702164609.05C802 e 6,401 KB 
ca Local Disk (E:) 
= L_| 20180712160522,05C802 e 6,401 KB 
ca Local Disk (F:) ä 
EEn DE, | 20180713163826.0SC802 e 6,401 KB 
File name: 20180527094445.0SC802 


3. Open it to start the playback of the waveform data. 


4. The number of waveform frames contained in the current file are displayed as following: 
IE 23 : 


In the above picture the total number of frames is 50, the second number (23) is the 
number of the current showed frame. You can use the up and down arrows to jump to 
another frame or you can directly enter the number of the frame to be showed. 


5. When all the frames in the file have been played, the background color of the waveform 
area will turn back to dark blue. The logo 0E the El of playback will also change 
from gray to green, and the playback will end. 


6. If you need to end the playback, click on the stop button. you need to pause the 
waveform for observation or processing, click on the pause/play button Id 


8.2.10 Automatic measurements 


During the acquisition the signal statistics are computed automatically in real-time and 
showed in the measurement area below the waveform display area. These values are displayed 
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only for the active channels. 


Measurement _ | Description 


Max The highest voltage value of the current channel waveform on 
the screen, in Volts 


Min The lowest voltage value of the current channel waveform on 
the screen, in Volts 


PP | Peak to Peak Voltage (Max — Min), in Volts 


Frequency The average frequency of the current channel waveform on the 
screen, in Kilohertz (KHz). 


Average The average voltage of the current channel waveform on the 
screen, in Volts. 


The signal period, in microseconds (us). 


+/-Width Respectively the Width of a positive pulse at 50% crossings and 
the Width of the negative pulse at 50% crossings, in 
microseconds (us). 


Duty cycle Positive pulse width as percentage of period. 


Rise Time The time it takes for the waveform to rise from the 5% position 
of the peak value to the 95%, in microseconds (us). 


Vrms The root mean square value of the current channel waveform, in 
Volts. 


Note 

If the waveform of the current channel is displayed on the screen for less than one period 
or for more than 50 periods, the Period measurement will be displayed as 0 because the 
measure cannot be performed, but this don't mean that the signal period is actually 0. 
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8.2.11 Measurement Magnifier 


Setting | Extension | Decade Advanced Compare) 


En Measurement Magnifier 
chA 


Max Min ld Frey 
EA Av ze EB Period B Width EE Width 
MA DutyRate WM RiseTime IM Vrms 


chB 
B wax B Min P-P Freq 


rik m Period B +Aidth B Width 
| DutyRate IM RiseTime IM Vrms 


chA Pulse count. 6 chB Pulse count: 
Deep Measurement 
ON 


Time(chA) Interval 


Interval Time(chB) 


0 0140us 0.000us 0.140us 0.000us 
1 _0.300us 0.160us 0.300us 0.160us 
2 _0.,460us 0.160us 0.460us 0.160us 
3 0.620us 0.160us 0.620us 0.160us 


The automatic measurements described in the previous chapter will be shown below the 
software, and sometimes we need to focus on a few measurements, and hope to be more 
intuitive and convenient to observe them at any time, we can use this magnifier function. In the 
Advanced tab on the right, we can choose which measurement to magnify. This function does 
not conflict with the automatic measurement described in the previous chapter, they can coexist. 


8.2.12 Deep measurement 


| setting Extension | Decade Compare |] 


Sample Rate: 2 2K per channel. 
chA Pulse count: 4 chB Pulse count: — 


Deen Measurement 
ON 


me(ch4) Interval 
470.000us 0.000us 


Time(chB) 


370.000us 500.000us 
14roooous sonooous B ) | 
1870.000us _ 500.D00us 
2470.000us _500.000us 
2870.000us _500,000us « : 54 
3470.000us _ 500.000us 
3870000us _ 500,000us 
4470.000us 500.000us 
4s70000us _500.000us 


In the Advanced tab on the right side, we can choose to start the deep measurement 
function, as shown by the green arrows in the figure. When the deep measurement function is 
turned on, the data waveform displayed will automatically add numbered marker points near the 
zero-crossing point. 
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The number of marker points depends on the waveform displayed on the current screen. 
The numbered marker points are arranged in the table on the right .The time value of the 
marker points displayed in red as a column, as shown by the long green arrow in the figure. 


The next column displays the time interval between two adjacent numbered marker points, 
as shown by the blue arrow. The time interval of each row is obtained by subtracting the time of 
the current marker points from the previous one. 


8.2.13 Annotations 


The first item can be found in the right-click menu of waveform display area, and floating 
data annotation can be added. Data annotation can be dragged to any position in the waveform 
display area with the mouse, which will display the channel voltage value and the time value of 
the annotation point. Data annotations can be added and dragged continuously to places of 
interest, adding up to 10. 


EN Ee ! Add a floating annotation N Dn 
10.45s chA:1.42V chB:2.91V 3-2 92 


Clear all annotations 


Reset chA zero-voltage baseline 
101455 chA:0-67V- -chB:2: 16V Reset chB zero-voltage baseline 


415s chA:-0.04V chB:1.46V 


; … 


1.46V chB:0.04V 10.45s chA:-1.47V chB:0.03V 


In the second row of the right-click menu, there are options to clear all data annotations, as 
shown in the following figure: 


40 


LOTO OSCxxx Software User Manual Version 22.3 


chA:1.37V- chB:2 86V | 10.45s chA:1.39V_chB:2.89V 


oaf 


| 10.455 chA:0.52V_chB:2.01V 


Jed | 


Add a floating annotation 

Clear all annotations 
Reset chA zero-voltage baseline 
Reset chB zero-voltage baseline 


10.45s dhA:-2.95V chB:-1.46V 


82.14 Trigger 


The signal triggering in OSC xxx is implemented by the hardware and at all sampling rates 
except for OSC48xx. OSC48Bxx use a software trigger mechanism for the lack of CPLD chip 
support. The trigger can be set to either on a rising edge or on a falling edge, and in either 
Normal or Single mode. 


You can set the trigger in the trigger setting window and enable the trigger by selecting the 
checkbox. 


C_| Trigger w| Trigger | normal 


Esa Eska Single 


The trigger function can be used only on channel A, so when you need to apply the trigger 
to a signal, the signal should be connected to channel A. When the trigger is enabled, a triangle 
with ‘T’ inside will appear on the right of the waveform display area to allow the trigger level 
setting by dragging this blue triangle up and down with the mouse. 
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The trigger level is combined with the selected rising or falling edge to define the trigger 
condition. Considering as example the Normal Trigger with rising edge, the trigger condition is 
met when the input voltage of channel A goes from low to high respect to the voltage value set 
by the trigger level. When the trigger condition is met, the screen will display the entire 
waveform before and after the trigger condition, keeping it until the trigger function is checked or 
the next trigger occurs. 


The Single trigger can easily capture accidental events, such as glitches with sudden 
changes in waveform amplitude. You can set the trigger level just above the maximum value of 
the normal signal, then click the Single button and wait for the trigger event to occur. When the 
signal fluctuates beyond the trigger level, the oscilloscope automatically records the waveform 
for a period before and after the trigger, and show on the software display area as shown in the 
following figure: 


Normal 


When the signal fluctuation is frequent, if you want to continuously capture and show the 
signal when matching the trigger criteria, then you need to use the Normal trigger with the 
Normal button. During trigger scanning, the Stop button with appear for stopping the operation. 
Some model device may not have this normal trigger feature. 
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8.2.15 Waveforms persistence 


The waveforms persistence effect superimposes on the screen the data acquired in 
successive times and allow the observation of the spatial concentration of the waveform energy. 
When the Glow checkbox is set, the oscilloscope continues to acquire and display new data, 
but do not erase the previous collected data. The waveform parts with higher occurrence will 
have higher brightness; parts with fewer occurrences will appear less bright. The waveforms 
persistence superimposition has a significance as a statistical measurement, since it can show 
in intuitive way the distribution of noise on the time and space. This makes it suitable for the 


preliminary analysis of random noise. 
\ n 
ie [_] Trigger ® 
Et 


OEDLT 


HE Elaa 1 


8 support 


© ne O} e 


43 


LOTO OSCxxx Software User Manual Version 22.3 


8.2.16 Acquisition Modes 


Acquisiton Mode 


© Normal © Peak-Detect ® Hiogh-Res 


This is the most common sampling mode. The oscilloscope store and display the samples 
according to the sampling rate. 


The oscilloscope samples always at the maximum sampling rate to find the maximum and 
minimum values within the time interval for each sample, and then it displays the maximum and 
minimum values on the waveform curve for each sample position. 
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Peak Detect mode is best used for detecting glitches, viewing very narrow pulses or 
measures the amplitude range of the noise. For example, if the actual sampling interval of the 
oscilloscope is 2ms for one sample, the oscilloscope internally will use the maximum sampling 
rate and will collect / show 2 values every 2ms. These 2 values are the maximum and minimum 
values among n data points sampled within the interval of 2ms. 


High-Resolution mode: 


The High-Resolution sampling mode is an oversampling method that averages multiple 
adjacent samples to produce an averaged sample. This mode significantly reduces random 
noise and it is suitable for non-repeating waveforms and single-shot waveforms. Compared to 
the Peak Detect mode, the High-Resolution mode applies low-pass filtering to the signal, which 
cut out high-speed glitches. 


Note 
For displays with low resolution since the display area is too small, the software will move the 
mode settings window to the Advanced tab. 
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82.17 Sine / Linear Interpolation 


The samples interpolation consists in filling the gaps between the ADC samples by 
inserting calculated values according to a specific algorithm, so to improve the visualization of 
the signal details. 


The highest real-time sampling rate of OSCxxx is different from each other. The default 
interpolation algorithm is performed with sine function 4x. For example, a device with 80MSa/s 
per channel, for smooth signals, it corresponds to a 320MSa/s of sampling rate. 


Another available interpolation algorithm is the linear interpolation, a simple and light 
method which calculates the interpolated values with the linear interpolation among adjacent 
samples. 


Sine Wave Reproduced 
using Sine x/x Interpolation 


Sine Wave Reproduced 
using Linear Interpolation 


Interpolation 
| 
® Linear O Sine A 
Calibration 
| | Zero 


On Advanced tab, you can choose among Linear or Sine interpolation algorithm. The 
selected algorithm will use the time slots (0.2us and 50ns) in the black sector on the time knob. 
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The green dots in the above figure are the actual ADC samples, the red curve is the 
waveform curve generated by the linear interpolation algorithm; the blue curve is the curve 
generated by the sine interpolation 4x. 


8.2.17 Right-click mouse Menus 


In the waveform display area, click the right mouse button and the following menu will 
appear. 


Add a floating annotation 
Clear all annotations 


Reset chAzero-voltage baseline 


Reset chB zero-voltage baseline 


Setting the decode parameters 


8.2.17.1 “Add a floating annotation” 


Please refer to 8.2.13. 


8.2.17.2 “Clear all annotations” 


Please refer to 8.2.13. 
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8.2.17.3 “Reset chA zero-voltage baseline” 


Restore the A channel baseline to the default position. (The default position is the middle 
position of the Y axis of the waveform display area.) 


8.2.17.4 “Reset chB zero-voltage baseline” 


Restore the B channel baseline to the default position. 


82.18 Decode and Setting the decode parameters 


Only several model devices support this feature. If you cannot find this feature in your 
software, it is not available for your device model. Usually, we may find this decoding feature in 
a “Decode” tab panel on the right. 


ad 
File 
Oscilloscope Advanced Setting Extensid anced Corien 
A State: Live Sample Rate: 240K SPS. | FIFO size. 5M per channel JN 
ps eon O 
EN 


UART 


oe 


After using the trigger capture communication signal, the oscilloscope software enters the 
decode mode by selecting the corresponding communication protocol, such as “UART” or “IIG”. 


Clicking on the protocol menu item, “On” appears in front of the menu item, indicating that 
the communication protocol is used for decoding. Clicking “OFF” will terminate the decoding. 


After the communication protocol is selected, click the right mouse button in the waveform 
display area. The “Setting the decode parameters” option in the right-click menu will be 
activated and changed to the usable state. Click “Setting the decode parameters” to pop up the 
protocol parameter setting window. 


Usually, the software will display this setting window actively when the selected protocol is 
selected for the first time to remind the user to complete the parameter setting. Then, during the 
use, you can also use the options in the right mouse button menu to call out this window for 
parameter adjustment. 
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Setting Extension Decode Advanced cor 


® ON O oFr 


UART hd 


baudrate: 
databits: 
paritv: 
stopbits: 


advance options 


bitinvert: O yes @® no 
databits @® yes O no 
enable O high @® low 


Different settings, the setting items appear in the protocol parameter setting window are 
different; the setting items of “advance options” are special and need to be changed according 
to specific conditions. 


Whether the data bit is processed by “bitwise inversion”. 

For example: Ox01, 8-bit binary is: 0000 0001. 

bit invert Yes, the result is: 1111 1110 (bitwise inversion). 

bit invert No, the result is: 0000 0001 (Normal, no inverted). 


The order in which each frame of data is sent is from the high bit or from the low bit. 


For example: Ox01, 8-binary digits: 0000 0001(The leftmost 0 is the high position, and the 
rightmost 1 is the low position) 


databits invert yes, the result is: 1000 O000(send from low position) 


databits invert No, the result is: 0000 0001 (send from high position) 


When there is a communication data signal, whether the data signal is high level or low level. 


(if IO port defaults to low level when no data is sent, the data is high level when sending data; 
then you should choose “enable voltage high"). For example: RS232. 
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(if IO port defaults to high level when no data is sent, the data is low level when sending data; 
then you should choose “enable voltage low”). For example: TTL. 


8.2.18.4 Failure or Error 


Protocol parsing failure or error may be caused by the following reasons: 
1. Protocol parsing parameter setting error; 


2. In the screen display area, the periodic waveforms are too dense to calculate the interval time 
correctly. 


3. In the screen display area, the periodic waveform is too sparse. There is not a complete 
frame of data in the display area. 


9.2.15.5 Examples 


The following uses several practical examplesto illustrate the decoding steps and 
the results displayed. 


1. This is an example diagram of RS232 protocol decoding in UVART communication: 


start bit 


baudrate: 9500 
databits: 8 v 
parity. | Odd v, 


stopbits:/ One 


ne A RS232 decoding 


databits invert: O yes © 


enable voltage: © high 
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Procedure Description 
BaudRate is 9600, which is set according to the frequency when the hardware 
sends data in this example. 

4 Calculated by: 1.0 / 9600 = 0.00010416666666666667. More accurate 
calculations are given to the oscilloscope software. We estimate that the final 
value is approximately: 104.17us. (How much time each bit takes to measure 
the length in seconds) 

2 DataBits is 8bit, and the value is obtained according to the hardware circuit 
parameters in this example. 

3 Parity is Odd. (If not, it can be set to “None” and the oscilloscope software will 
ignore it). 

4 StopBits is One, and the value is obtained according to the hardware circuit 
parameters in this example. 

5 Start bit + DataBits + Parity + StopBits =1 +8 +1 +1 = 11 bit. 

6 11bit * 104.17us = 1145.87us. (Time of each frame of data ) 

In the oscilloscope software Time gear, the X axis of the 1ms gear position takes 
1ms per grid. 

7 The X-axis grid is about 1145us, which is a relatively appropriate time gear. The 
periodic waveform density interval in the screen is appropriate, which can read 
the decoded data well, and the success rate of oscilloscope software in 
analyzing data will be greatly increased. 

For transient discontinuous signals, it is recommended to use the trigger function 
to capture; 

à Use the software's pause and left and right move shortcuts (Ctrl + <-) / (Ctrl + — 
>) to help analyze the signal. 

o In this example, when RS232 sends a signal, each bit will be “bitwise inverted”, 
so select: “bit invert Yes” 

10 In this example, each frame of data is sent from the high bit of 8 bits, so choose 
“databits invert No”. 

1 In this example, when no data is sent, the IO port defaults to low level and the 
data sent is high level, so choose “enable voltage high”. 

12 The data sent is: OxXFF OxXEF OxO1 Ox02 Ox03. Finally, according to the display 
results, the sending is correct. 

What needs to be emphasized is Parity. If the check bit is found to be 
13 inconsistent with the check bit after analyzing the received waveform, it will 


automatically assume that this is a frame of error data and it will be discarded 
without the block diagram showing the parsed result (but with the waveform). 


2. This is an instance drawing of IIG decoding: 
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Description 


Probe of channel chA is connected to the SCL circuit. 

Probe of channel chB is connected to the SDA circuit. 

Select the appropriate oscilloscope software Time gear. 

For transient discontinuous signals, it is recommended to use the trigger function 
to capture; 


i Use the software's pause and left and right move shortcuts (Ctrl + <-) / (Ctrl + — 
>) to help analyze the signal. 

5 In this example of IIC communication, each bit has not been “bit-reversed”, so 
choose “bit invert No". 

6 In this example, each frame of data is sent from the low bit of 8 bits, so choose 
“databits invert Yes”. 

7 When selecting the oscilloscope software Time gear, at least ensure that one 


frame of complete data can be included in the software waveform display area. 


9. Reference comparison 


This function allows users to select picture files from PC and import them into waveform 
plotting area as the background of acquisition waveform drawing. Used for real-time acquisition 
of waveforms and imported pictures for reference or comparison. The reference comparison 
function is shown in the tab page on the right side of the software as follows : 
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Sample Rate: 240K SPS. | FIFO size: SM per channel. 


Setting Extension Decode {dm or 
() (© creenshot 


Browse. 


Image zoom level 


Gray 
Alpha: 0% 


Select the "browse" button, import the picture file, and select the “on” button, the picture will 
be displayed in the drawing area as the background. The imported image can be moved left and 
right or zoomed in and edited, and changed to grayscale or transparency. 


Sample Rate: 240K SPS. | FIFO size: 5M per channel 


5 
‚ Mark Space 


Setting Extension Decode Advanced Cori disdalsdsddl 


O) © Screenshot 


E rence\RS-485_waveform.ip| Browse. 


Left | Res || Rig Bi 
Do 
Image zoom level 
+ + 
r: id 
‚ 4 
Z 

X reset Y reset 


Move the Image to the right 


Image down 


Image enlargement in Y direction 


BIND 


Image enlargement in X direction 
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10. Paperless Recorder 


This chapter introduces the basic concepts and usage of the paperless recorder, a software 
functional extension of the virtual oscilloscope hardware. 


10.1 Basic Concepts of Paperless Recorders 


A paperless recorder is a data logger or data acquisition device used to record 
measurement data over time. A paperless recorder based on virtual oscilloscope hardware has 
the ability to record the collected or computed data in a storage system inside the software on a 
time basis, without consuming any paper, pen or ink. Common collected data are voltage, 
current, etc. 


10.2 Introduction to Paperless Recorder Software 


The Recorder software has an interface consistent with the oscilloscope software, so to be 
familiar to the user. 


After the software interface is opened, the OSCxxx device status will be monitored in real 
time. When the hardware device is connected to the USB port of the PG, the software interface 
will display a blue background and a message. 


If the hardware get disconnected or the software have no access to the device, then the 
display background will become yellow, showing a text alert. 
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Note 
The paperless recorder software has exclusive access to the OSCx« device. Therefore, the 
device can be used just with one software at a time. 


10.2.1 Set the Total Record Duration 


This panel allow to set the recording duration; it can be set in the range 1 minute » 3 days. 


10.2.2 Set the Sampling Interval 


This panel allow to set the sampling interval from 1 second to 1 hour. 


Note 
T he sampling interval cannot be greater than the total recording duration, otherwise it is 
meaningless. 


10.2.3 Start and Stop 


After the driver has been successfully installed, if the oscilloscope is connected when the 
software is opened, the software automatically turns on the device. If the device is connected 
before opening the software, it is required to start the device manually by clicking on the Start 
Device button in the lower right corner of the software. 
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Start Device 


The acquisition can be stopped by clicking the Stop button. The Start and Stop button are 
actually the same button that change according the status of the oscilloscope. When the USB 
cable is suddenly unplugged during the operations, the software will automatically stop. 


When the device is not used it is recommended to close the software and then to unplug 
the device's USB cable. 


11. Signal generator module 


Signal generator module 


Oscilloscope host 


Some devices have the ability to be integrated with signal generator moudle. So if you 
receive a Signal generator module, you may find the corresponding feature in the host devices’ 
software: 
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n=: 


1 TEE 


Traditional IO Extension module 


(e) 


An 


1,000 7 SetFreq 


Ei INPUT 


\_ OUTPUT] |__ HIGH __‘ LOW 


_ INPUT 


| ouTPUI | HEK — Low | 


l02 


11.1 Signal waveform type 


Three types waveform could be selected by buttons: sine waveform, triangle waveform and 
square waveform. 
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len u slk 


We can test the signal generator output with the host oscilloscope: 


NN PN EE 


1,000 cms | 


11.2 Signal waveform frequency setting 


1,000 7 SetFreq 


By default , the frequency is set to 1K Hz. We can type a number or click the up/down 
button for a new frequency and then click “SetFreg” to initiate a frequency change. 


Waveform type Lower limit of frequency(Hz) Upper limit of frequency(M Hz) 
Sine 1 Hz 13M Hz 
Triangle 1 Hz 8M Hz 
Square 1 Hz 1M Hz 
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12. GPIO control function 


Some devices have this GPIO control function, allow us to implement several IO pins TTL 
voltage output control or input state detect. These GPIO follow 3.3V TTL level logic. 


3.3 V Vee 
24 Von 
2.0 Vin 
15 Vi 
0.8 Vi 
0.4 Va. 

0 GND 
3.3-V LVTTL 


High level GPIOs output: 


Low level GPIOs output: 
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O IO DIY 


ee ® INPUT 


O OUTPUI © HIGH O LOW 


ze ® INPUT 


O OUTPUI © HIGH O LOW 


O4 
7 ® INPUT 


O OUTPUI © HIGH O LOW 


GPIOs detect High level inputs: 


O IO DIY 


he ONNPUT 


® OUTPUT 


dn ONNPUT 


® OUTPUI 


4 
oe OQ INPUT 


® OUTPUT 


GPIOs detect low level inputs: 


ONO DIY 


dn OrNNPUT 


® OUTPUI 
ii ONNPUT 
® OUTPUI 


O4 


ONNPUT 
® OUTPUT 
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13. Logic analyzer module 


Some devices have the ability to be integrated with logic analyzer moudle. 


In the channel B setting panel area, we could initiate the logic analyzer. We can use either 
logic analyzer function or the channel B, so the channel B on/off button would be set to off 


automatically while logic analyzer is initiated. 


Na 


Logic Analyzer 


[4] Logic Analyzer 


t/ dv: 1ms | reset 


chA 1.000V | reset 
c " 


hB- 1 000V | reset 


61 


LOTO OSCxxx Software User Manual Version 22.3 


channel A analog waveform could be dispalyed with the 4 logic channels’ waveform at the 
same time , and share the same time axsis. 
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Appendixl : Driver installation under exceptional 
circumstances (Complete and detailed driver installation 
steps) 


Manual install of the driver: 


1. Right click on Computer and select Manage. 


CMC A 
) Manage 4d 
Pin to Start 


Map network drive. 


Disconnect network dre. 


Create shortcut 
Delete 


Rename 


Properties 


2. Enter in the Device Manager, and search for the device called OSCxxx inside the section Other 
Devices (if not found, unplug and plug again the device and wait), then right click on the device 
and select Update Driver Software: 
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File Acton View Help 


es al 0 AE Ee 6 


> d Miele begnde ad oaij 
> B Batteries 


>] DVD/CD-ROM drives 
» Üg Human Interface Devices 
> C IDE ATA/ATAPI controllers 
> % Imaging devices 

» Es Services and Applications > @» Keyboards 


» @ Sound, video and game controllers 
» G Storage controllers 

> (EB System devices 

» ( Universal Serial Bus controllers 

« Universal Serial Bus devices 


How do you want to search for driver software? 


> Search automatically for updated driver software 
Windows will search your computer and the Internet for the latest driver software 
for your device, unless you've disabled this feature in your device installation 
settings. 


> Browse my computer for driver software 
Locate and install driver software manually. 


4. In the next dialog box, select " Let me pick from a list of device drivers … ": 
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Note 
In many cases, in post-patched systems or systems with strict permissions, this second option 


is easier to succeed. 


Browse for driver software on your computer 


Search for driver software in this location: 


. 


[] include subfolders 


$ Let me pick from a list of device drivers on my computer 
This list will show installed driver software compatible with the device, and all driver 
software in the same category as the device. 


5. In the next dialog box, select "Have Disk...” 
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Select the device driver you want to install for this hardware. 


Select the manufacturer and model of your hardware device and then click Next. If you have a 
B _ disk that contains the driver you want to install, click Have Disk. 


[«] Show compatible hardware 


| Model 


| El WinUsb Device 


CG] This driver is digitally signed. 
Tell me why driver signing is important 


6. In the next dialog box, select Browse to select the driver path like " 
Driver _XP_Win7\driver\UsbLjtMS.inf " and click OK. 


Note: 


The driver XP_Win7 (Driver _XP_Win7\driver\UsbLjtMS.inf ) is compatible with all other 
Windows versions. 
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(e) @ Update Driver Software - OSC802 


Select the 


Sel 


FS & 


Insert the manfacturer’s jon disk, and then 
| peep "7E 


Ea} This driver is digitally signed Have Disk... 


r aar shaman he 


7. In the list of compatible hardware, select Oscillograph and then click on Next. 


Select the device driver you want to install for this hardware. 


Select the manufacturer and model of your hardware device and then click Next. If you have a 
B _ disk that contains the driver you want to install, click Have Disk. 


[WV] Show compatible hardware 


8. Select “Install this driver software anyway" : 
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Note: 


In systems with more restrictions a warning window will appear. However, you can install the 
driver anyway since it is safe. 


Q Update Driver Software - OSC802 


Installing driver software. 


%) Windows can't verify the publisher of this driver software 


& Don't install this driver software 
You should check your manufacturer's website for updated driver software 
for your device 


& Install this driver software anyway — 
Only install driver software obtained from your manufacturers website or 
disc. Unsigned software from other sources may harm your computer or steal 
information. 


() See details 


(Installation finished) 


Note 
In some systems, our products will be shown as “WinUsb Device”, but after the correct driver 
installation it will be shown with the correct name. 


Windows has successfully updated your driver software 
Windows has finished installing the driver software for this device: 


Oscllograph 


ed 
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Appendix ll: Probes 


The device is provided with two 40MHZz probes with 1X/10X attenuation selector, as shown 
below: 


1. Attenuation Selector 


When the attenuation selector at the probe position is toggled to the 1X position as shown 
below, the input signal connected by the probe tip is sent to the oscilloscope without attenuation. 
Since the input range of the device is #5V, then just a signal in this range can be measured. 
When the attenuation selector is moved to the 10X position, the input signal is sent to the 
device attenuated by a factor 10. In this case you can measure signals within the range of #50V. 


Switch 


The 10X selector has better frequency characteristics and wider bandwidth, so you can 
use it when dealing with bandwidth and frequency limitations, for better measurements. 


Oscilloscope Input 
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2. Compensation Trimmer 


ompensation Trimmer 


When using the 10X attenuator, the frequency characteristic of the probe can be corrected 
by adjusting the compensation capacitor on the probe. For this calibration set the probe to the 
10X position and connect the probe to the reference signal generated by the device (square 
wave). Adjust the compensation trimmer until you can see on the screen a proper square 
waveform. 


X1 position cannot be used for this probe calibration. 


3. Probe Ground Clip 


The probe ground clip is directly connected to the ground of the virtual oscilloscope circuit 
and connected to the PC ground via USB cable. When using a PC powered by the power outlet, 
the PG ground is connected to the ground through the three-core power jack. Make sure that 
the ground of the probe is connected to the ground of the circuit under test and to the ground 
used by the PG; otherwise you can have current leakage, short circuits or measurement errors. 
In severe circumstances, the device may also be damaged. See Chapter 4 for details. 
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